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ABSTRACT 


In this paper, we report the development of the design verification model (DVM) of Rb atomic frequency stan- 
dard for the Indian Regional Navigational Satellite System (IRNSS) programme. Rb atomic clock is preferred 
for the space applications as it is light-weight and small in size with excellent frequency stability for the short and 
medium term. It has been used in all other similar navigation satellite systems including GPS, GLONASS Galileo 
etc. The Rb atomic frequency standard or clock has two distinct parts. One is the physics package where the 
hyperfine transitions produce the clock signal in the integrated filter cell or separate filter cell configuration and 
the other is the electronic circuits which include frequency synthesizer for generating the resonant microwave 
hyperfine frequency, phase modulator and phase sensitive detector. In this paper, the details of the Rb physics 
package and the electronic circuits are given. The reasons for the mode change in Rb lamp have been revisited. 
The effect of putting the photo detector inside the microwave cavity is studied and reported with its effect on the 


resonance signal profile. The Rb clock frequency stability measurements have also been discussed. 
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1. Introduction 


A rubidium frequency standard is a very versatile atomic 
clock with excellent short-term frequency stability and it 
is relatively small in dimensions and light in weight. It is 
a passive atomic clock i.e., in this atomic clock a VCXO 
frequency is locked to the ground-state hyperfine transi- 
tion frequency of Rb*’ atoms [1,2]. The atomic resonance 
serves as a discriminator and produces an error signal 
that varies in magnitude and phase as a function of the 
difference in frequencies between the applied RF excita- 
tion derived from the VCXO and the atomic hyperfine 
transitions. This error voltage is obtained and processed 
by a servo amplifier, which generates a voltage that con- 
trols the frequency of the crystal oscillator. The function- 
al block diagram, detailed view of the Physics Package 
and tested DVM for the standard are shown in Figures 
1(a), (b) and (c) respectively. 

Over the past few years, a number of studies have been 
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conducted on vapour gas cell frequency standards with 
the aim of improved frequency stability performance 
[3,4]. Rubidium atomic clocks find applications as fre- 
quency reference in telecommunications, and in space for 
satellite navigation systems [5-7]. In addition to GPS 
[8-11] and GLONASS [12-14], two other Global Navi- 
gation Satellite Systems (GNSS) are available today 
[15,16]. Besides, several other space navigation pro- 
grams are currently in progress under the technical su- 
pervision of Space Agencies in Europe and Asia. 

The present work on the Rb atomic clock is related to 
Indian programme on the navigation satellite sys- 
tem—IRNSS. Under the programme, initially two Rb 
Physics packages have been developed and tested with 
in-house developed electronics. The simulation work on 
the thermal and vibration tests have also been completed 
as the final goal is to develop space qualified Rb atomic 
clocks. IRNSS programme is very similar to the naviga- 
tion satellite systems of other countries. However, in the 
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Figure 1. (a) Functional block diagram of rubidium atomic 
frequency standard; (b) Detailed view of the physics pack- 
age; (c) Tested DVM of rubidium atomic frequency stan- 
dard. 
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first phase of the programme only Rb atomic clocks will 
be used to achieve an accuracy of 20 m over India and 
1500 km around it. 


2. Physics Package 


The core of the physics package consists of the rubidium 
bulb, integrated filter cell and the microwave cavity. The 
physics package also includes a solenoid providing ne- 
cessary C-field, a triple magnetic shield layers to reduce 
effect of environment magnetic field fluctuations and two 
bifilar heaters to control the temperature of the physics 
package at the level of 0.1°C or better. The optical re- 
sonance radiation from a rubidium lamp is transmitted 
through a glass cell containing Rb87 isotope in vapour 
state and a buffer gas at low pressure, purpose of the lat- 
ter being to reduce Doppler broadening in the microwave 
resonance of interest [17]. The action of the optical re- 
sonance radiation produces a population inversion be- 
tween the hyperfine levels in the ground state of Rb87 far 
in excess of that which is obtained under thermal equili- 
brium. This process is called optical pumping [18,19]. 

The Rb lamp consists of electrode-less Rb bulb and a 
lamp exciter. The Rb bulb is made of Pyrex 7070 or 7740 
glasses in spherical shape of outer diameter 10mm ap- 
prox., wall thickness 0.5 to 0.7 mm. The bulb is filled 
with Rb87 isotope and natural Rb of 99.99% purity in 1:1 
ratio and each in the quantity of 0.350 mg (aprox). The 
use of the mixture of natural and Rb87 in equal propor- 
tions ensures minimization of the light shift. The bulb is 
filled with Krypton gas at 2.0 + 0.2 Torr of nearly 99.995% 
purity for ease of excitation as Krypton has low ioniza- 
tion potential. The bulb is excited by 55 - 100 MHz/2 - 3 
watt RF exciter which is a Colpitt’s oscillator run on a 
D.C power supply of rating 20 volt to 24 volt and 0.2 to 
0.4 Amp current. The light intensity and mode of opera- 
tion of the lamp may be controlled by changing the gain 
and frequency of the oscillator with the help of a resistor 
and capacitor respectively. As the Rb lamp is highly crit- 
ical component of the Physics Package it is necessary to 
keep provision to control these parameters precisely. 

The lamp is self r-f heated but it requires additional 
temperature controller for stabilization of its intensity 
and the operation of the lamp in the proper mode. When 
the temperature is around 110°C the lamp operates in 
ring-mode [20,21] i.e., the Rb light appears to be emitted 
from a narrow ring close to the surface of the bulb and 
the emitted purple colored Rb light has very narrow line 
width and there is no self-reversal [22]. The self-reversal 
is a phenomenon in which the spectral line shows a de- 
pression in the center of the line profile. When the tem- 
perature is increased, the intensity decreases and the col- 
or of the light becomes deep purple or reddish. The spec- 
tral lines become broad and highly self reversed. In view 
of the above-mentioned behavior of the lamp at different 
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temperatures, it is desirable that the lamp’s temperature 
should be stabilized at 110°C with temperature stability 
better than 0.1 Celsius. We shall discuss the reasons of 
the transition from the ring to the red mode. The pheno- 
menon has been studied by various groups. Shah R.S. [21] 
and Camparo [20] have described the mode transition 
due to the radiation trapping. Their explanations are not 
fully satisfactory. Camparo has made ad hoc assumption 
that P-levels of Rb atoms become metastable. And it 
gives rise to radiation trapping. The mode transition is 
revisited in this paper. 

We explain that to describe the Rb lamp mode transi- 
tion, we should consider the coherent population trapping 
(CPT) [19] of Rb atoms in the ground state hyperfine 
levels. To elaborate on it, we consider Dicke’s [17] se- 
minal work on the presence of coherence in the sponta- 
neous emission process. The coherence in the spontane- 
ous emission leads to confinement of unexcited Rb atoms 
to the ground state (g.s) hyperfine sub-levels due to the 
destructive interference between the two radiation lines 
originating out of the transitions from ground state 
hyperfine levels 5S F = 2 and F = 1 to °Py and °P3) in 
the Rb lamp. This trapping of some of the atoms in the 
g.s hyperfine levels is equivalent to the situation as if 
there is radiation trapping in the excited state, as inferred 
by Camparo. However, Camparo has made an assump- 
tion that the excited state behaves as metastable state. We 
are of the opinion, as mentioned above, that this reduced 
intensity and mode change in the Rb lamp may be the 
result of the trapping of the atoms in the ground state 
hyperfine levels due to the partial coherence in the spon- 
taneous emission. Besides, in the integrated filter cell 
technique, the filtering of the undesired light may not be 
that efficient. So the presence of the coherent part in the 
undesired radiation line as well as in the desired radiation 
line may coherently trap some of the Rb87 atoms in the 
ground state. Besides, the trapping of the atoms due to 
CPT is physically manifested in the loss of optical 
pumping efficiency in the Rb absorption cell, used in the 
Rb atomic clocks. On the basis of the above analysis, it is 
established qualitatively that the radiation trapping phe- 
nomenon is basically produced due to the CPT of the 
atoms both in the Rb bulb and absorption cell. The quan- 
titative analysis of the radiation trapping due to CPT re- 
quires separate detailed experimentation and it is beyond 
the scope of this paper. However, on the basis of Dicke’s 
work and the above discussions it may be explained that 
the radiation trapping results due to CPT of the atoms. 

In the Rb Physics Package the residual temperature 
coefficient generally is of the order of 10 '°°C '. There- 
fore, for achieving the frequency stability of the order of 
10 or better the lamp and cell temperatures should 
have stability of the order of the fractions of Celsius. To 
control the temperature of the Rb lamp and the integrated 
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Rb absorption cell separate heaters are provided. These 
heaters with proportional current controls have bifilar 
windings for eliminating the generation of the magnetic 
field by the current passing through the heaters. The 
glass-encapsulated thermistor is placed beneath these 
heaters for sensing the temperature and providing the 
necessary input to the temperature controller circuits. In 
addition to these two heaters, one common heater for 
maintaining the temperature a few degrees above the 
ambient temperature is provided. This double oven ap- 
proach ensures temperature stability of a small fraction 
of a Celsius. The heaters are powered by 15 and 20 volt 
D.C supplies. 

The integrated filter cell contains the natural rubidium 
and Nitrogen as a buffer gas. The cell is made of Pyrex 
glass so that the quality factor of the cavity remains prac- 
tically unaffected. The Nitrogen gas also provides 
quenching of the scattered and fluorescence radiation. 
This property helps in preventing radiation trapping 
which tends to affect the efficient optical pumping of the 
Rb atoms [23]. 

An aluminum alloy (Al6061) TE,;; microwave cavity 
tuned at 6.834687500 GHz is used for resonant transi- 
tions of Rb atoms between the hyperfine levels in the 
ground state. Its dimensions are L = 40.00 mm (including 
tuning length of 10 mm), inner diameter = 27.00 mm and 
wall thickness = 7 mm. The microwave feed is through a 
loop of 1.00 mm dia. The absorption cell and the array of 
the photovoltaic cells are also kept inside the microwave 
cavity. The ground plane of the array of photovoltaic 
cells acts the termination of the microwave cavity. On 
the other end of the cavity is a tuning plunger with suita- 
ble threads for tuning the cavity precisely. The micro- 
wave signal has its magnetic field in the direction of the 
optical axis. This is a requirement for exciting the clock 
transitions between F = 2, mp = 0 - F = 1, mp = 0 which 
have second order dependence on the magnetic field. The 
loaded Q of the microwave cavity is more than 500. The 
cavity is provided with bifilar heater winding for main- 
taining the temperature of the microwave cavity and ab- 
sorption cell at 75°C with temperature stability of better 
than 0.1°C. The absorption cell is kept at a temperature 
of 75°C for obtaining nearly zero light shifts. 


Effect of Placing Photodiode PCB inside 
Microwave Cavity 


To detect the hyperfine transitions and to obtain the clock 
signal, a number of photovoltaic cells, with high effi- 
ciency in the near infrared (800 nm) region are mounted 
on a PCB. The back side of the PCB on which these 
photodiode are mounted is a ground plane. The simula- 
tion results with the photodiode PCB inside the micro- 
wave have shown that the ground plane acts as micro- 
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wave cavity termination and the length of the microwave 
cavity is negligibly increased. But the microwave lea- 
kage is reduced as no hole in the microwave cavity on 
the detector side for collecting transmitted light is re- 
quired. This may result in slight increase in cavity Q. The 
photo detectors cover the cross-sectional area of the ab- 
sorption cell. The detected light signal is of the order of 
130 - 170 mili volt at 75° Celsius and at the resonance, 
the dip in the light intensity of 150 - 200 u volt has been 
observed at the output of the photo detector. 

A small constant D.C magnetic field is applied to the 
Rb atoms in the absorption cell in order to provide a 
quantum axis along the Rb light for the field independent 
F, mp = 0 - F’ m,’ = 0 transitions. It also provides some 
leverage for manipulating the hyperfine energy levels so 
that the hyperfine transition frequency could be exactly 
matched with the applied microwave frequency at the 
resonance. Besides, some uncertainty in the buffer gas 
pressure may also be taken care of by the magnetic field. 
The constant D.C magnetic field is produced by a sole- 
noid. The winding is done on a Hylem cylinder, a non 
magnetic material. Its diameter is 70 mm and length is 
120 mm. The winding is compact so that the homogene- 
ity of the magnetic field is maintained. A field of 250 - 
450 miligause is produced by the solenoid. A precision 
constant current source has been made to control the 
current in the solenoid. 

The main parameters of physics package are given in 
Table 1. 


3. RF Package 


The RF circuits form an important part of Rb atomic 
clock. These circuits are required to produce from a 
VCXO, generally a 10 MHz, a resonant atomic transition 
frequency. The transition frequency is usually a fraction- 
al frequency. The corrected VCXO frequency is the 


Table 1. Lists the main parameters of the physics package. 


O.D = 54 mm, L = 56 mm, 
ID = 32 mn, tuning L =30 - 35 mm 


6.8346875 GHz 


Cavity dimensions 

Resonance frequency 
Loaded quality factor >500 
Magnetic shield factor 10,000 


Cell dimensions O.D = 25 mm, L = 27 mm 


Buffer gas N> at 9.5torr 
Cavity temperature 75°C 
Heating power (cavity) 3.81 W 
Mag. Shield temperature 65°C 


Heating power for Mag. Shield 5.5 W 


Thermal constant 3600 s 
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clock output. Since both frequencies must be derived 
from the same source, some sort of frequency synthesis 
involving frequency division, multiplication and mixing 
is clearly required. A schematic diagram of the 6.834 
GHz synthesizer is shown Figure 2(a) and the photo- 
graph of the developed synthesizer is given in Figure 
2(b). 

Since the frequency synthesis process is more easily 
done at lower frequencies (up to few MHz), it becomes 
convenient to divide the RF circuits into two parts—a 
frequency multiplier and a synthesizer. The VCXO fre- 
quency is 10 MHz. This frequency is multiplied to 360 


RF SYNTHESIZER 


10MHz 
o/P 


137Hz 
Frequency 
GeneratOr 


(b) 


Figure 2. (a) Schematic of 6.834 GHz synthesizer; (b) 6.834 
GHz RF Synthesizer 
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MHz (the multiplication factor are 3.3 and 4). A fre- 
quency of 5.3125 MHz is synthesized from the same 10 
MHz oscillator and mixed with multiplier output at 360 
MHz to generate 360 MHz + 5.3125 MHz by amplitude 
modulation technique. 

The amplifier used as amplitude modulator also serves 
as a pre-stage input amplifier for SRD multiplier which 
needs a minimum 20 dBm input drive level. Due to non- 
linear characteristic of SRD diode it generates the 19 x 
360 MHz - 5.3125 MHz = 6.834687500 GHz clock tran- 
sition frequency. The 19th harmonic is selected by means 
of microwave band pass filter (Q) and is amplified from 
—34 dBm to 4 dBm by using two stage amplifiers CFY-67 
HEMT. In Figure 3 is shown the final RF spectrum of 
the synthesizer. The measured results of the RF systems 
are outlined in Table 2. 


Mkr1 6.840 000 GHz 
13.17dBm 


LNA AN lL 
Will Mt 
Span 2 MHZ 
Sweep 1.911 s (601 pts) 


Center 6.840 000 GHz 
#Res BW 1KHz 


#VBW 3 KHz 


Figure 3. RF spectrum of synthesizer output. 


Table 2. The measured results of RF synthesizer. 


Sr.No. Parameter Unit Specification 
1 O/P Frequency GHz —_6.834687500 
2 O/P Power dBm +4 


O/P Power variation over 
2 temperature (—10°C - 60°C) i ae 


4 Harmonics dBc —30 
5 Spurious dBc —40 
SSB Phase Noise @ offset 
From center frequency cee 
1 Hz —28 
10 Hz —43 
6 100 Hz -68 
1 KHz -78 
10 KHz —88 
100 KHz —88 
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4. Servo System 


The servo system is used to lock the frequency of the 
VCXO to the atomic transitions. The input to the servo 
system is obtained from Rb physics package array of 
photo detectors (Figure 4). The output from the servo 
system is the error (correction) signal that goes to the 
control port of LO (VCXO) to correct the VCXO fre- 
quency (Figure 4). Before closing the loop the micro- 
wave frequency is varied through resonance, the error 
voltage developed at the output of the phase sensitive 
detector (PSD) is shown in Figure 5. The measured re- 
sults of Servo Section are outlined in Table 3. 


5. Performance 


With the all subsystems running together, the frequency 
stability of the locked VCXO is 3x10 / Jr for0<r< 
100 s as shown in Figure 6. The entire system shown in 
Figure 1 has been tested for its short and long term fre- 
quency stabilities. The frequency of the stabilized 10 
MHz output is sampled every few seconds during a pe- 
riod of more than 24 hours. The short term-stability of 
the output signal has been measured at time constants 
ranging from 0.1 s to 1000 s. The results are shown in 
Figure 6. For time constant 0.1 s to 200 s, curve varies 
linearly with Jr, attaining a value of 2 x 10 '' at 1 sec. 
Minimum observed Allan deviation value is 8 x 10’? at 
400 sec. and then it starts to increase. Figure 6 shows 
frequency stability plot of the free running OCXO and 
locked OCXO. The DVM Rb clock has frequency stabil- 
ity of 10 ''/s and the same phase noise specification as 
that of the crystal oscillator (<—121 dBc/Hz at 100 Hz 
and <—141 dBc/Hz at 1 KHz). Phase noise of the VCXO 
outputs at 10 MHz in unlocked and locked conditions are 
shown in Figure 7. 


6. Conclusion 


We have discussed in this paper the work at NPL India 
and SAC on developing DVM of Rubidium frequency 
standard. These devices are projected to have a volume 
about 406 x 301 x 160 mm’, the power dissipation of 35 
watt and with a short-term stability of 2 x 10) 7” 
for integration times 1 s < r < 1000 s, and a medium- to 
long-term stability reaching the 6 x 10 " level at 10* s. 
We have also explained the reasons of the mode changes 
in the Rb lamp. The CPT has a part in the mode change 
as explained in the paper with reference to Dicke’s re- 
search. We have also explained that by placing the photo 
detector inside the microwave cavity, the RF leakage is 
reduced. The work reported in the paper plays a signifi- 
cant role in the development of space qualified Rb clocks 
in India. The space worthiness of these Rb clocks will be 
stringently tested in ISRO laboratories. It is hoped that 
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Figure 4. Functional block diagram of the servo section. 
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Figure 5. Error voltage at the output of the PSD. 


Table 3. The measured results of servo section. 


Parameters Unit Measured results 

DC Photocurrent uA 10 
Resonance line width Hz 600 
Gain dB 108 
Modulation depth Rad 3.5. 
Total noise pA/Hz 30 

Min. detectable signal dBm —67 
Dynamic range dB 60 

Sensitivity V/Hz 1/60 

Sec 10s 


Loop time constant 
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Phase Noise Plot 
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Figure 6. Allan deviation of unlocked and locked OCXO. 
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Figure 7. Phase noise plot of unlocked and locked VCXO. 


our R&D work will be able to produce the space quali- 
fied Rb atomic clocks with much less cost. 


Acknowledgements 


We are thankful to Dr Kiran Kumar, SAC and Prof. R. C. 
Budhani, NPL India for their constant encouragement 
and guidance for the R&D work on Rb atomic clock. 
Thanks to several team members at SAC and NPL for 
their technical and scientific support to Rb atomic clock 
development programme. 


REFERENCES 
[1] R.A. Baugh and L. S. Cutler, Microwave Journal, Vol. 


OPEN ACCESS 


[2] 


[3] 


[4] 


[5] 


13, 1970, pp. 430-456. 


C. Audoin and J. Vanier, Journal of Physics E: Scientific 
Instruments, Vol. 9, 1976, pp. 697-719. 
http://dx.doi.org/10.1088/0022-3735/9/9/001 


M. E. Packard and B. E. Swartz, IRE Transactions on 
Instrumentation, Vol. I-11, 1962, pp. 215-223. 
http://dx.doi.org/10.1109/ITRE-I.1962.5006634 


M. Arditi and T. R. Carver, Physical Review, Vol. 124, 
1961, p. 800. http://dx.doi.org/10.1103/PhysRev.124.800 


N. D. Bhaskar, J. White, L. A. Mallette, T. A. McClelland 
and J. Hardy, “A Historical Review of Atomic Frequency 
Standards Used in Space Systems,” Proceedings of the 
1996 IEEE International Frequency Control Symposium, 
Honolulu, 5-7 June 1996, pp. 24-32. 
http://dx.doi.org/10.1109/FREQ.1996.559816 


JMP 


[6] 


[7] 


[8] 


[9] 


[10] 


[11] 


[12] 


[13] 


[14] 


B. GHOSAL, G. M. SAXENA 


A. McCoubrey, “History of Atomic Frequency Standards: 
A Trip through 20th Century Physics,” Proceedings of the 
1996 IEEE International Frequency Control Symposium, 
Waikiki, 5-6 June 1996. 


B. Parkinson, T. Stansell, R. Beard and K. Gromov, The 
Journal of the Institute of Navigation, Vol. 42, 1995, p. 
109. 


W. J. Riley, “A Rubidium Clock for GPS,” Proceedings 
of the 13th Precise Time and Time Interval (PTTI) Appli- 
cations and Planning Meeting, December 1981, pp. 609- 
630. 


T. J. Lynch and W. J. Riley, “Test Results for GPS Ru- 
bidium Clocks,” Proceedings of the 15" Precise Time and 
Time Interval (PTTI) Applications and Planning Meeting, 
Washington DC, 6-8 December 1983, pp. 269-280. 


S. Goldberg, T. J. Lynch and W. J. Riley, “Further Test 
Results For GPS Rubidium Clocks,” Proceedings of 17th 
Precise Time and Time Interval (PTTI) Applications and 
Planning Meeting, Washington DC, 3-5 December 1985, 
pp. 145-155. 


F. Danzy and W. Riley, “Stability Test Results for GPS 
Rubidium Clocks,” Proceedings of the 19th Precise Time 
and Time Interval (PTTI) Applications and Planning 
Meeting, Redondo Beach, 1-3 December 1987, pp. 267- 
274, 


Y. Gouzhva, A. Gevorkyan, A. Bassevich, P. Bogdanov 
and A. Tyulyakov, “Comparative Analysis of Parameters 
of GLONASS Space Borne Frequency Standards When 
Used Onboard and on Service Life Tests,” [EEE 47th 
Annual Symposium on Frequency Control, Salt Lake City, 
2-4 June 1993, pp. 65-70. 


S. Revnivykh, “GLONASS: Status and Perspectives,” Mu- 
nich Satellite Navigation Summit 2005, Munich, 2005. 


V. Bartenev, V. Kosenko and V. Chebotarev, Inside GNSS, 


OPEN ACCESS 


[15] 


[16] 


[17] 


[18] 


[19] 


[20] 


[21] 


[22] 


[23] 


135 


Vol. 1, 2006, p. 40. 


F. Droz, P. Mosset, G. Barmaverain, P. Rochat, Q. Wang, 
M. Belloni, et al., “The On-Board Galileo Clocks: Ru- 
bidium Standard and Passive Hydrogen Maser Current 
Status and Performance,” Proceedings of the 20" Euro- 
pean Frequency and Time Forum, Braunschweig, 27-30 
March 2006, pp. 420-426. 


F. Droz, G. Barmaverain, Q. Wang, P. Rochat, F. Emma 
and P. Waller, “Galileo Rubidium Standard—Lifetime Data 
and Giove—A Related Telemetries,” Proceedings of the 
Joint 2007 European Frequency and Time Forum & 2007 
IEEE Frequency Control Symposium, Geneva, 29 May-10 
June 2007, pp. 1122-1126. 


R. H. Dicke, Physical Review, Vol. 89, 1953, pp. 472- 
473. http://dx.doi.org/10.1103/PhysRev.89.472 


A. Kastler, Journal of the Optical Society of American A, 
Vol. 47, 1957, pp. 460-465. 
http://dx.doi.org/10.1364/JOSA.47.000460 


E. Arimondo, “Progress in Optics XXXV,” North-Hol- 
land, Amsterdam, 1996, pp. 259-354. 


J. C. Camparo and R. MacKay, Journal of Applied Phys- 
ics, Vol. 101, 2007, Article ID: 053303. 
http://dx.doi.org/10.1063/1.2435914 


R. W. Shaw, “Spontaneously Generated Ion Acoustic Waves 
in Weakly Ionized Plasma,” Master Thesis, Cornell Uni- 
versity, Ithaca, 1964. 


J. Vanier and C. Audoin, “The Quantum Physics of Atomic 
Frequency Standards,” Adam Hilger, Bristol, 1989. 
http://dx.doi.org/10.1887/085274434X 


T. Colbert and J. Huennekens, Physical Review A, Vol. 41, 
1990, pp. 6145-6153. 
http://dx.doi.org/10.1103/PhysRevA.41.6145 


JMP 


